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This  study  reports  the  dosimetry  performed  to  support  an  experiment  that  measured  physiological 
responses  of  seated  volunteer  human  subjects  exposed  to  220  MHz  fields.  Exposures  were  performed 
in  an  anechoic  chamber  which  was  designed  to  provide  uniform  fields  for  frequencies  of  100  MHz  or 
greater.  A  vertical  half-wave  dipole  with  a  90°  reflector  was  used  to  optimize  the  field  at  the  subject’s 
location.  The  vertically  polarized  E  field  was  incident  on  the  dorsal  side  of  the  phantoms  and  human 
volunteers.  The  dosimetry  plan  required  measurement  of  stationary  probe  drift,  field  strengths  as  a 
function  of  distance,  electric  and  magnetic  field  maps  at  200, 225,  and  250  cm  from  the  dipole  antenna, 
and  specific  absorption  rate  (SAR)  measurements  using  a  human  phantom,  as  well  as  theoretical 
predictions  of  SAR  with  the  finite  difference  time  domain  (FDTD)  method.  A  NBS  (National  Bureau 
of  Standards,  now  NIST,  National  Institute  of  Standards  and  Technology,  Boulder,  CO)  10  cm  loop 
antenna  was  positioned  150  cm  to  the  right,  100  cm  above  and  60  cm  behind  the  subject  (toward  the 
transmitting  antenna)  and  was  read  prior  to  each  subject’s  exposure  and  at  5  min  intervals  during  all  RF 
exposures.  Transmitter  stability  was  determined  by  measuring  plate  voltage,  plate  current,  screen 
voltage  and  grid  voltage  for  the  driver  and  final  amplifiers  before  and  at  5  min  intervals  throughout  the 
RF  exposures.  These  dosimetry  measurements  assured  accurate  and  consistent  exposures.  FDTD 
calculations  were  used  to  determine  SAR  distribution  in  a  seated  human  subject.  This  study  reports  the 
necessary  dosimetry  to  precisely  control  exposure  levels  for  studies  of  the  physiological  consequences 
of  human  volunteer  exposures  to  220  MHz.  Bioelectromagnetics  26:440-447,  2005. 
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INTRODUCTION 

In  1994,  researchers  at  the  John  B.  Pierce  Lab¬ 
oratory  initiated  a  series  of  studies  that  involved  human 
exposures  to  radio  frequency  (RF)  energy  [Adair  et  al., 
1998,  1999a].  The  purpose  of  these  studies  was  to 
measure  the  basic  physiological  thermoregulatory  res¬ 
ponses  of  adult  human  volunteers  resulting  from  RF  ex¬ 
posures.  Studies  were  completed  at  450  and  2450  MHz  at 
the  John  B.  Pierce  Laboratory  and  at  Brooks  City-Base, 
TX,  USA  [Adair  et  al.,  1998,  1999a,b,  2000,  2001]. 
Recently,  this  experimental  program  was  continued  at 
100  MHz,  the  resonant  frequency  for  a  seated  adult 
human  [Adair  et  al.,  2003;  Allen  et  al.,  2003]. 
Exposures  at  220  MHz  were  chosen  to  fill  in  the  gap 
between  100  and  450  MHz.  This  study  reports  the 
dosimetry  performed  to  define  the  exposure  conditions 
at  220  MHz.  An  orderly  measurement  plan,  similar  to 
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the  100  MHz  study,  was  followed  to  achieve  accurate 
exposure  criteria. 

Several  experiments  were  performed  to  define 
the  RF  fields  to  which  human  subjects  were  to  be  ex¬ 
posed.  The  experimental  plan  involved  a  series  of 
measurements  to  quantify:  (1)  instrument  drift,  (2)  field 
strengths  as  a  function  of  distance,  (3)  electric  and 
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magnetic  field  maps  at  200,  225,  and  250  cm  from  the 
dipole  antenna,  and  (4)  specific  absorption  rate  (SAR). 

Measurement  of  the  average  SAR  required  the 
use  of  a  tissue  equivalent  phantom  exposed  to  the  same 
field  as  the  volunteer  subjects.  The  tissue  equivalent 
phantom  (referred  to  as  the  “green  man”),  a  human 
shaped  plastic  bag  filled  with  tissue  equivalent  material 
[Olsen  and  Griner,  1989],  provides  an  accurate  assess¬ 
ment  of  whole  body  average  SAR,  but  due  to  its 
homogeneity  does  not  provide  accurate  information 
concerning  SAR  distribution.  Finite  difference  time 
domain  (FDTD)  calculations  were  made  to  determine 
the  distribution  of  the  energy  deposition  in  a  standard 
70  kg  seated  human  exposed  to  220  MHz  fields.  The 
FDTD  modeling  utilized  a  plane  wave  condition  for 
all  calculations.  Thus,  it  was  expected  to  predict  larger 
SAR’s  than  the  experimental  condition.  The  FDTD 
calculation  used  anatomically  correct  tissue  properties 
that  resulted  in  more  accurate  predictions  of  the  SAR 
distribution  than  the  “green  man  ” 

Field  levels  were  monitored  throughout  the 
human  tests  using  a  NBS  H  field  probe  to  monitor  the 
field  before  and  during  each  RF  exposure.  E  and  H  field 
probes  were  developed  at  NBS,  Boulder,  Colorado  to  be 
used  as  standards  for  fields  below  1000  MHz  [Greene, 
1975].  These  procedures  assured  accurate  field  defini¬ 
tion  and  precise  exposures  over  the  15  months  required 
to  complete  the  study. 


METHODS 

Experimental 

The  220  MHz  study  was  performed  using  an 
Amplifier  Research  Model  2000  LA  amplifier.  The 
output  signal  was  fed  into  a  vertical  half-wave  dipole 
with  a  90°  comer  reflector.  The  tests  were  conducted  in 
an  anechoic  chamber  located  at  Brooks  City-Base,  TX. 
All  interior  walls  of  this  6.7  x  6.7  x  9.8  m  electrically 
shielded  chamber  were  covered  with  1,8  m  pyra¬ 
midal  microwave  absorber.  Using  standard  engineering 
methods,  the  far  field  of  the  antenna  system  was  calcu¬ 
lated  to  be  68  cm  and  all  human  exposures  were  made 
within  the  200-250  cm  region,  thereby  assuring  far 
field  conditions. 

All  field  measurements  were  made  with  the  probe, 
in  a  vertical  position  for  the  dipole  and  in  a  90°  position 
for  the  loop  antennas,  attached  to  a  three-dimensional 
scanner  borrowed  from  the  Naval  Health  Center 
Detachment,  Brooks  City-Base.  Measurements  were 
made  in  a  normal  position  with  both  probes  to  assure 
vertical  E  field  and  horizontal  H  field.  The  scanner 
could  remotely  scan  over  a  100x  100x200  cm 
volume.  Measurements  were  made  with  the  model 


2  serial  #1  NBS  E  field  probe,  and  the  model  2  serial  #1 
NBS  H  field  probe.  In  the  first  measurement,  the  drift  of 
the  probe  was  determined  with  the  transmitter  held  at 
1000  W.  This  required  leaving  the  probe  stationary  in 
the  center  of  the  field  and  measuring  the  drift  over 
1 1 .7  min,  the  time  required  for  one  pass  of  the  scanner. 
These  measurements  defined  the  drift  error  for  field 
mapping,  i.e.,  no  field  map  could  be  made  with  a  pre¬ 
cision  greater  than  these  stationary  drift  values. 

Electric  field  levels  were  measured  from  180— 
280  cm  (radiating  antenna  to  field  measuring  probe) 
along  the  antenna  boresight  for  1000  W  transmitter 
output  power.  For  far  field  conditions,  the  incident 
power  density  should  change  as  HR2,  where  R  is  the 
distance  from  the  back  of  the  comer  reflector  to  the 
field-measuring  probe.  Minor  deviations  will  usually 
be  observed  due  to  reflections  in  the  chamber,  but  major 
deviations  require  further  investigation  to  uncover  the 
source  of  the  deviation.  The  first  series  deviated  from 
HR2,  so  a  second  series  was  run  with  resistive  cloth 
covering  the  scanner  electric  motors  to  reduce  its  elec¬ 
tromagnetic  scatter;  however,  the  deviation  was  still 
observed.  The  third  series  of  measurements  was  made 
with  resistive  cloth  covering  the  wires  connecting  the 
scanner  motors  to  minimize  the  electromagnetic  coupl¬ 
ing  to  the  wires. 

After  the  HR2  measurement  was  successfully 
completed,  XY-plane  field  maps  at  Z=200,  225,  and 
250  cm  were  completed  using  the  mechanical  scanner 
described  above  and  the  NBS  10  cm  dipole,  and  the 
NBS  3.2  cm  loop  antenna.  The  voltage  outputs  of 
the  NBS  dipole  and  loop  antennas  were  converted  to 
E  (V/m)  and  H  (A/m)  field  and  then  into  power  density 
using: 

PDE(mW/cm2)  =  £2/3770  (1) 

PDH(mW/cm2)  =  37.' 1H2  (2) 

All  data  were  transferred  into  Microsoft  Excel  for 
storage  and  analysis.  The  Excel  cells  corresponding  to 
the  shape  of  the  human  at  225  cm  were  averaged  to 
obtain  the  incident  power  density  for  a  1000  W  ex¬ 
posure.  The  average  of  the  power  density  over  this  area 
was  divided  by  1 000  to  obtain  power  density  per  Watt  of 
forward  power,  and  this  factor  was  divided  into  the 
desired  incident  power  density  to  determine  the  desired 
transmitter  power  for  each  designated  incident  power 
density. 

Phantom  “Green  Man”  SAR  Measurements 

SAR  was  measured  using  a  “green  man,”  a  human 
shaped  plastic  bag  filled  with  tissue  equivalent  material, 
seated  in  the  subject’s  chair  with  the  centerline  of  the 
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1000  W  for  the  duration  of  the  field  mapping.  Thus, 
most  of  the  NBS  probe  drift  can  be  accounted  for  by  the 
drift  in  transmitter  output. 

The  measurement  of  power  density  with  the  NBS 
dipole  as  a  function  of  distance  from  the  radiating 
dipole  is  shown  in  Figure  1.  The  maximum  deviation 
from  MR2  noted  at  260  cm  was  15%,  The  deviation 
across  the  exposure  plane,  200-250  cm  was  ±7%.  This 
result  was  probably  primarily  due  to  reflections  from 
the  back  wall.  The  agreement  is  within  the  precision 
expected  on  the  basis  of  MR2. 

The  electric  field  map  at  225  cm  (Fig.  2),  taken 
with  the  NBS  10  cm  dipole,  reveals  a  uniform  vertical  E 
field  over  the  trunk  of  the  subject.  However,  the  center 
of  the  field  is  15  cm  above  the  beam  geometric  center, 
probably  due  to  the  fact  that  the  absorber  cones  in 
the  floor  of  the  chamber  were  closer  to  the  beam  geo¬ 
metric  center  (60  cm)  than  the  absorbers  in  the  ceiling 
(125  cm).  The  10  cm  dipole  was  used  to  measure  the 
power  density  at  the  feet,  which  was  0.51  times  that 
measured  at  the  center  field  position. 

The  NBS  3.2  cm  diameter  H  field  probe  map  taken 
at  225  cm  (Fig.  3)  indicates  the  H  field  was  located  on 
the  beam  geometric  center,  105  cm  above  the  floor. 
These  results  are  probably  due  to  the  lack  of  interaction 
of  the  magnetic  field  with  the  chamber  absorber.  Each 
point  on  the  E  field  map  was  divided  by  the  cor¬ 
responding  point  on  the  H  field  map  and  the  results 
plotted  as  a  map  of  the  field  impedance  (Fig.  4).  The 
minimum  field  impedance  over  the  225  cm  plane  was 
317  Q,  the  maximum  was  391  ft,  and  the  mean  value 
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Fig.  2.  Plot  of  the  electric  field  intensity  V/m  across  the  225  cm 
plane,  radiating  antenna  to  field  map  position.The  model  2,  serial 
#1  NBS  10  cm  dipole  was  used  to  map  the  field.  Measurements 
were  made  for  1000  W  transmitter  output  power.  [The  color  figure 
for  this  article  is  available  online  at  www.  interscience,  wiley.com.] 


was  347  ft  comparing  favorably,  within  9%,  with  the 
free  space  impedance  of  377  Q. 

To  determine  the  exposure  incident  power  density, 
the  NBS  10  cm  dipole  E  field  map  was  converted  to 
an  incident  power  density  using  Equation  1 .  The  outline 
of  a  standard  70  kg  man  was  superimposed  over  the 
225  cm,  two-dimensional  incident  power  density  map 


Fig.  1.  Centerline  scan  from  180  to  280  cm  along  the  antenna  bore- 
sight  made  with  a  NBS  dipole  antenna.  MR2  calculations  are  nor¬ 
malized  to  the  230  cm  point  for  comparison.  [The  color  figure  for 
this  article  is  available  online  at  www.  interscience,  wiley.com.] 
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Fig.  3.  Plot  of  the  magnetic  field  intensity  A/m  across  the  225  cm 
plane,  radiating  antenna  to  field  map  position.The  model  2,  serial 
#1  NBS  3.16  cm  loop  antenna  was  used  to  mapthe  field.  Measure¬ 
ments  were  made  for  1000  W  transmitter  output  power.  [The  color 
figure  for  this  article  is  available  online  at  www. interscience. 
wiley.com.] 
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>50.5  Watts  total  absorbed  power 
for  17.4  mW/cm2. 

>Phantom  mass  64.4  kg. 

>SAR  =  0.78  W/kg 

>Normalized  SAR  =  0.045  W/kg/mW/cm2 


Fig.  6.  SAR  measurements  inthe  seated  “green  man”  phantom.  Measurements  were  madeforlSOO  W 
transmitteroutput  power.The  masses  of  specific  areas  were  measured  and  these  masses  as  well  as 
the  total  power  (W)  absorbed  in  each  area  are  noted  in  the  oval  foreach  area.The  mass  of  the  arm,  leg, 
and  foot  was  determined  by  weighing  one  side  and,  using  symmetry,  multiplying  this  value  by  2. 
[The  color  figure  for  this  article  is  available  online  at  www. interscience.wiley.com.] 


Fig.  7.  SAR  distribution  in  the  70  kg  seated  human  model.  The  FDTD  technique  was  used  for  these 
calculations  utilizing  a  cell  size  of  1.75  mm.  Note  high  SAR  in  lower  leg  and  ankle. 
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